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, which is comparable to a superconducting quantum interference device biosensor that detects the presence of $1 Â 10 8 Recent attention has been drawn to a new class of highly sensitive magnetic sensor based on the giant magnetoimpedance (GMI) effect.
1-3 GMI refers to a large change in the ac impedance (Z ¼ R þ jX, where R and X are the ac resistance and reactance, respectively) of a magnetic conductor subject to a dc magnetic field, and it has been observed in a number of soft ferromagnetic materials, including magnetic wires, 4 ribbons, 5 and thin films. 6 Importantly, magnetic sensors based on GMI technology operate at room temperature, with ultrahigh sensitivity (detectable fields, $100 pT), high thermal stability, high spatial resolution, small size, light weight, and low power consumption. 2, 3, 7 These sensors are used in today's mobile phones and electronic devices. 1, 7 The ultrahigh sensitivity of the GMI sensors also makes them very promising for biosensing purposes. 2, 3, 8, 9 The incorporation of GMI technology with magnetic nanoparticles provides a promising approach for detection of cancer cells and biomolecules. [10] [11] [12] [13] [14] [15] [16] [17] [18] This method relies on the magnetic fringe fields associated with magnetic nanoparticles embedded inside the cells to give a change in magneto-impedance from the normal response exhibited by the magnetic sensing element. A GMI biosensor prototype using a soft ferromagnetic amorphous ribbon was designed for detection of magnetic Dynabeads. 13 This type of sensor was then advanced for detecting Au-coated Fe 3 O 4 nanoparticles embedded inside human embryonic kidney (HEK 293) cells. 15 Recently, a GMI-based microchannel system has been successfully developed for quick and parallel genotyping of human papilloma virus type 16/18 and for targeted detection of gastric cancer cells. 16, 17 Despite these studies, research in this field is still in its infancy, and there is an increasing need for improving the field sensitivity of existing GMI biosensors. 18 In particular, two very important questions emerge and need to be addressed: (i) Can a GMI biosensor detect superparamagnetic nanoparticles at different concentrations? (ii) Can GMI-based techniques achieve sensitivity levels comparable to those of existing biosensors?
To address these important issues, we have performed a systematic study of the influence of magnetic particle (Fe 3 O 4 , mean size $7 nm) concentration on the ac magnetoresistance (MR), magneto-reactance (MX), and magnetoimpedance (MI) effects of an amorphous METGLAS V R 2714A ribbon. While previous efforts have been focused mainly on developing a biosensor based on the MI effect which has limited sensitivity, [10] [11] [12] [13] [14] [15] [16] [17] [18] we show that by exploiting the MR and MX effects it is possible to improve the sensitivity of the biosensor by up to 50% and 100%, respectively. The MX-based approach shows the most sensitive detection of superparamagnetic nanoparticles at low concentrations, demonstrating a sensitivity level comparable to that of a superconducting quantum interference device (SQUID)-based biosensor. Unlike a SQUID, however, the proposed MX technique is cryogen-free and operates at room temperature, providing a promising avenue to the development of low-cost highly sensitive biosensors. imaging (MRI), and other biomedical applications. 19 The water soluble SPIO nanoparticles were prepared by adding SPIO nanoparticles hexane dispersion (40 mg in 0.2 ml) to a tetramethylammonium 11-aminoundecanoate suspension in dichloromethane (40 mg in 2 ml). The mixture was shaken for overnight and the precipitate was separated using a magnet and washed with dichloromethane. The resulting SPIO NPs were dispersed in deionized water. The composition of the material was confirmed to be Fe 3 O 4 with an average size of 7 nm by X-ray diffraction (XRD) and transmission electron microscopy (TEM). The inset of Fig. 1 shows a typical TEM image confirming the monodisperse nature of the assynthesized nanoparticles. The magnetic properties of the nanoparticles were measured using a SQUID. The room temperature superparamagnetic nature of the SPIO particles is evident as a magnetic hysteresis (M-H) loop taken at 300 K ( Fig. 1) shows the absence of remanent magnetization and zero coercivity. The SPIO nanoparticles suspended in water were drop-casted onto the surface of the sensing element of a biosensor prototype before conducting each magnetoimpedance measurement. A biosensor prototype was designed by using an amorphous METGLAS V R 2714A ribbon of dimension 16 mm Â 2 mm Â 0.015 mm and composition Co 65 Fe 4 Ni 2 Si 15 B 14 as a magnetic sensing element. The ribbons were produced by a melt-spinning technique and provided by Metglas/Hitachi Metals America. The ribbon piece was fixed on a non-magnetic glass support and placed at the center of a Helmholtz coil that provided a dc magnetic field ranging up to 6120 Oe and parallel to its length. A driving current of magnitude 5 mA over the frequency range of 0.1-13 MHz was supplied along the ribbon axis, and the dc magnetic field-induced MI, MR, and MX changes were measured by a four-probe technique on a HP4192A impedance analyzer over a 1 mm segment of ribbon at room temperature. These measurements were performed after drop-casting 20 ll of various concentrations (0, 0.124 nM, 1.24 nM, 12.4 nM, 62 nM, 124 nM, 360 nM, 620 nM, 940 nM, and 1240 nM) of SPIO nanoparticles in water and compared to the measurement for a blank prototype. A thin parafilm paper was used to avoid a direct contact between the SPIO nanoparticles and the ribbon surface. The change in MR, MX, and MI with the applied field at a given frequency of the driving current (defined as the MR, MX, and MI ratios) was calculated by using the following respective equations:
The changes in the MR, MX, and MI ratios due to the presence of SPIO nanoparticles at different concentrations were obtained by subtracting the corresponding responses observed for the blank prototype as
where ½n max with n ¼ (1)- (3), respectively. This parameter is considered an important figure-ofmerit for assessing the sensitivity of the biosensor.
III. RESULTS AND DISCUSSION
To assess the full potential of the sensor detection, we first investigated the magnetic field and frequency dependences of MR, MX, and MI ratios of the plain ribbon and used this prototype as a background in order to determine the effects of the fringe fields introduced by the SPIO suspensions. Figures 2(a)-2(c) show these dependences for the blank ribbon prototype, covered with a parafilm paper. It is observed that with increasing frequency the MR and MI ratios first increased, reached their maximum values at $6 MHz and $1.5 MHz, respectively, and finally decreased for higher frequencies. This can be associated with the relative contributions to the permeability and hence magnetoimpedance from the domain wall motion at low frequency range and the spin rotation at high frequency range. 1 The MR and MI curves showed a single peak at zero field with a height that decreased with increasing dc field at low frequencies (f < 1 MHz); however, a double-peak feature with a clear dip at zero field was observed at higher frequencies (f ! 1 MHz). The variation from the single-peak to doublepeak structure in MR and MI curves around 1 MHz can also be attributed to the two magnetization processes that take place in the sample; domain wall motion dominates at low frequency (f < 1 MHz) while spin rotation is responsible for at high frequency (f ! 1 MHz). The MX profiles showed a different behavior; the MX ratio decreased with increasing frequency and the MX curves showed a double-peak structure over the entire frequency range of 0.1-13 MHz, implying the dominance of a transverse magnetic anisotropy in the Co-based ribbon. 1 A similar trend was observed for the case of the ribbon with SPIO nanoparticles, the origin of which has been well documented in our previous study. 20 Note that the MX ratio is largest at low frequency range, while the largest MR ratio is obtained at high frequency range. This can be understood by considering the corresponding contributions to the impedance from the reactance at low frequency range and the resistance at high frequency range. 20 As compared to the MI ratio, the larger values of the MR and MX ratios are expected to make them more sensitive in detecting the fringe magnetic fields of SPIO nanoparticles located on the surface of the ribbon.
Insets of Figs. 2(a)-2(c) present the magnetic field dependence of MR, MX, and MI ratios at selected frequencies for the blank prototype and different concentrations of SPIO nanoparticles in water. There was no significant change in the MR, MX, and MI ratios of the ribbon when 20 ll of water was drop-casted on its surface. However, the presence of the SPIO nanoparticles resulted in clear increases in the MR, MX, and MI ratios. Such increases are due to the disturbances on the applied dc longitudinal and ac transverse magnetic fields by the fringe magnetic fields of the magnetic particles.
11 Figure 3 shows the dependence of the MR, MX, and MI ratios on SPIO nanoparticle concentration in the frequency range 0.1-13 MHz. It is observed that the frequency dependences of the MR, MX, and MI ratios for all tested concentrations of the SPIO particles follow a similar trend to the blank sample. At a given frequency, there were clear increases in the MR, MX, and MI ratios with the concentration of the SPIO particles in the range 0-124 nM. To best probe such changes, we have performed a quantitative analysis of modification on the MR, MX, and MI responses due to the presence of the SPIO nanoparticles at selected frequencies of 6 MHz, 0.1 MHz, and 1.5 MHz, where their corresponding largest ratios were achieved. We have evaluated the difference in maximum of the MR, MX, and MI ratios by subtracting their values for the blank ribbon covered by the parafilm paper from the corresponding values for a SPIO sample of particular concentration as given in Eq. (4). As expected, for the ribbon with only water no change in the MR, MX, and MI ratios was observed (Dg % 0). However, these ratios first increased sharply with increase in particle concentration from 0 to 124 nM and then remained almost unchanged for higher particle concentrations (!124 nM). The change in MI [Dg (DZ/Z) ] was the smallest, whereas the largest change in MX [Dg (DX/X) ] was achieved. The maximum changes in the MI, MR, and MX ratios are determined to be about 2.65%, 4.51%, and 11.54%, respectively. This value of Dg (DX/X) is about 2.5 and 5 times (50% and 100%, correspondingly) greater than those of Dg (DR/R) and Dg (DZ/Z) , respectively. This important finding indicates that the changes in the components of the MI (magneto-resistance and magneto-reactance) are more promising for detection of low-concentration superparamagnetic nanoparticles in a biological system than the change in magneto-impedance itself.
The above results can be interpreted by considering the disturbance of the applied dc longitudinal and ac transverse fields due to the presence of the fringe magnetic fields of the SPIO nanoparticles on the ribbon surface. As the concentration of SPIO nanoparticles is increased, the strength of fringe fields also increases, thus disturbing the dc and ac magnetic fields on the ribbon to a greater degree and consequently altering the MR, MX, and MI. In the present case, the increases of Dg (DR/R) , Dg (DX/X) , and Dg (DZ/Z) with increasing concentration of SPIO nanoparticles (Fig. 4) can be attributed to the increase of transverse permeability due to the coupling of the magnetic fringe fields of the nanoparticles with the ac transverse magnetic field. This coupling becomes independent of SPIO nanoparticles as the concentration of nanoparticles exceeds a critical concentration (which is $124 nM in the present case). As a result, no further increase in the Dg is obtained. Clearly, the concentration of $124 nM sets an upper limit of the sensor detection of 7 nm Fe 3 O 4 nanoparticles (Fig. 4) .
Finally, to compare the sensitivity of the proposed biosensor with those of existing biosensors, we summarize in Table I the important parameters of various magnetic biosensors. From a biosensor perspective, we recall the importance of distinguishing the density of labels within a detection area from the number of labels, since the smaller the detection area, the less sensitive the biochemical assay. 21 Therefore, the sensitivity figure-of-merit is the sensing area required per detectable magnetic particle. As one can see clearly in Table I . As compared to the SQUID biosensor, the present biosensor has advantages of room-temperature operation, less complex instruments, and hence more portable and flexible implementation. Therefore, the proposed biosensor is very promising for highly sensitive detection of superparamagnetic nanoparticles as magnetic markers in biological systems. We are now in process of exploiting this biosensor for detection and identification of different types of cancer cells that have taken up surfacefunctionalized SPIO nanoparticles.
IV. CONCLUSIONS
We have demonstrated the possibility of combining the ac magneto-resistance, magneto-reactance, and magnetoimpedance effects to develop an integrated magnetic biosensor with tunable and enhanced sensitivity. The magneto-reactance based biosensor shows the highest sensitivity, which is comparable to that of a SQUID-based biosensor. The proposed biosensor can detect superparamagnetic nanoparticles (less than 10 nm in size) at various and low particle concentrations, which is of practical importance in biosensing applications.
